Gamma scattering scanning of concrete block for detection of voids. 
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Abstract 

The present paper discusses a Non Destructive Evaluation (NDE) technique involving Compton back- 
scattering. Two 15 cm x 15 cm x 15 cm cubical concrete blocks were scanned for detection of voids. 
The setup used a PC controlled gamma scattering scanning system. A 137 Cs radioactive source of strength 
153.92 GBq with lead shielding and a collimated and shielded 50% efficiency coaxial HPGe detector providing 
high resolution energy dispersive analysis of the scattered spectrum, were mounted on source and detector 
sub-assemblies respectively. In one of the concrete blocks air cavities were created by insertion of two hollow 
cylindrical plastic voids each of volume 71.6 cm 3 . Both the concrete blocks, one normal and another with 
air cavities were scanned by lateral and depth-wise motion in steps of 2.5 cm. The results show that the 
scattering method is highly sensitive to changes in electronic and physical densities of the volume element 
(VOXEL) under study. The voids have been detected with a statistical accuracy of better than 0.1% and 
their positions have been determined with good spatial resolution. A reconstruction algorithm is developed 
for characterization of the block with voids. This algorithm can be generally applied to such back-scattering 
experiments in order to determine anomalies in materials. 

Keywords: Gamma backscattering, Non-Destructive Evaluation, Compton scattering, HPGe detector, 
Voids, VOXEL, reconstruction algorithm. 

1 Introduction 

The need for advanced techniques for detection and evaluation of a class of sub-surface defects that require 
access only to the one side of any material or structure relatively thick to be inspected has drawn attention to 
X-ray or gamma backscatter as a desirable choice [1-3]. There is a great demand for non-destructive testing 
and evaluation (NDT, NDE) techniques in many diverse fields of activity. A particular area of interest 
is encountered in detection of defects in concrete structures. Ultrasonic, Radiography and Compton Back 
Scattering techniques are currently employed to test the components of structures. Transmission provides 
line-integrated information along the path of radiation from the source to the detector, which masks the 
position of an anomaly present along the transmission line. Therefore, it is difficult to determine the position 
of an anomaly directly from transmission measurements. The backscatter technique can image a volume 
rather than a plane. Point-wise information can be obtained by focusing the field of view of the source and 
detector so that they intersect around a point. Since both the source and detector are located on the same 
side of the object, examination of massive or extended structures become possible. This NDE technique 
should be developed as it can be applied in: 

• Detection of corrosion in steel liners that are buried (covered by concrete), detection of voids > 20 
mm diameter in concrete. Detection of flaws before they propagate to the point of causing failure is 
essential. 

• Locating flaws in nuclear reactor walls or dam walls. 

• Detection of landmines. 
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Therefore an urgent need exists to develop diversified and effective NDE technologies to detect flaws in 
structures. The gamma scattering method is a viable tool for inspecting materials since it is strongly depen- 
dent on the electron density of the scattering medium, and in turn, its mass density. The concept is based 
on the Compton interaction between the incident photons and the electrons of matter. Gamma or X-rays 
scattered from a VOXEL are detected by a well-collimated detector placed at an angle which could vary 
from forward scattering angles to the back-scattering configuration. The scattered signal, therefore, provides 
an indication of the electron density of the material comprising the inspected volume [4]. By scanning a 
plane of interest of the object, it is possible to obtain the density distribution in this plane. In this process 
scattered signals are recorded from different depths of the material. Hence, gamma scattering enables the 
detection of local defects and the discrimination between materials of different density and composition, such 
as concrete, void and steel. Moreover, in NDT, the nature of the inspected object is usually known and the 
purpose is to determine any disturbance in the measured signal that can indicate the presence of an anomaly. 

Two concrete blocks one normal and another with air cavities were scanned completely by voxel method. 
The inspection volume (voxel) was formed by the intersection of the collimated incident beam cone and the 
collimatcd field of view of the HPGe detector. The corresponding Compton scattered spectrums of these 
two blocks were compared and analyzed. As the void intersected the sensitive volume, there was a decrease 
in the total electron density of the material comprising the voxel, hence it showed a decrease in detector 
response. The presence of void could be clearly distinguished and located. 

2 Experimental Procedure 

The schematic of the experimental set up is shown in Fig.l. The scanning system consists of source and 
detector unit and a four axis job positioning system for moving the block. 
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Fig-1. Schematic Diagram Of 

PC Controlled Gamma Scanning System 



The source and detector units are composed of a positioning stage, a fabricated base and common to 
both unit is a control panel and a Laptop. The positioning stages of each unit consist of X, Y-axis travel 
stage, Z- axis vertical travel stage and a rotary stage. The 137 Cs radioactive source of strength 153.92 GBq 
with a lead shielding and the collimated and shielded 50% efficiency coaxial HPGe detector, providing high 
resolution energy dispersive analysis of the scattered spectrum, are mounted separately on the source and 
detector sub-assemblies of 6-axis system respectively. The concrete blocks are mounted on the 4-axis job 
positioning system. The voxel to be analyzed is geometrically established by the intersection of the incident 
and scattered beams. The size of the voxel is defined by the diameter and length of the collimators employed 
and on source to object, detector to object distances and can be easily chosen by proper adjustment of X, 
Y, Z and 9 positions of 6-axis and 4-axis job positioning systems. The source and detector is collimated 
with solid lead cylindrical collimators of diameter 17 and 3 mm respectively, and the size of the resulting 
voxel is 19 cm 3 . The scattered intensity from a voxel in the concrete block is detected and the pulse height 
spectrum (PHS) is accumulated and displayed using an 8K-channel analyzer which is interfaced with a PC 
for data storage and analysis. The scattering angle is 96° and the incident photon energy emitted by 137 Cs 
is 661.6 keV and the energy of the scattered photon is 273.6 keV (Compton scattering). Two concrete 
blocks one normal and another with air cavities, created by inserting two hollow cylindrical plastic voids 
of diameter 39 mm and height 60 mm, are chosen for void detection and quantification. These voids were 
placed at equal distances from the surface and from the centre of concrete block symmetrically as shown in 
Fig.l. The horizontal and depth- wise scanning of a plane in the concrete cube was performed by moving the 
blocks across the source and detector collimators in steps of 2.5 cm. The photo peak counts of the scattered 
spectrum for corresponding positions of both the specimens of concrete blocks one normal and another with 
air cavities were compared and analyzed. 
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3 Reconstruction Algorithm and Attenuation Corrections 



The reconstruction algorithm developed to correct for attenuation of the incident and scattered photons by 
the material surrounding each scatter site is described. It provides accurate reconstruction of the Compton 
scattering data through an adequate correction of the absorption phenomena. The path from the source 
to detector can be broken into three stages. The first stage is the photon's travel from the source to the 
scattering point P along the path a. Neglecting attenuation due to air, from Beer-Bougher law: 



h = 7 exp 



pdx' 



Where I\ and 1$ are the transmitted and incident flux, respectively, 



m(£) 
p 



(i) 



is the mass attenuation coefficient 



of the material for photons of energy E, p is the density of the material and x is the length of path a in 
block [5]. 

The second stage is scattering towards detector at point P. The scattered flux I2 is determined by; 



h = h^(E,9)S(E,6 1 Z)dn Pe (P)AL 
dil 



(2) 




Where — %(E, 9) is the differential scatter cross section as governed by the Klein-Nishina formula (a 
dil 

function of the incident gamma energy E and scatter angle 9 ), S is the incoherent scattering function (a 
function of E,9 and atomic number of the element Z), d£l is the solid angle subtended by the detector and 
its collimator, p e {P) is the electron density at point P and AL is an element of path a in the vicinity of point 
P (the voxel thickness). The electron density at P is the material property we are attempting to measure. 

It is proportional to the physical density p according to the formula: p e = ^— — [6], where N is Avogadro's 

number, Z is atomic number and A is atomic weight. The third stage is the transport of scattered photons 
back through material to detector. The signal is further attenuated, so that: 



I 3 = I 2 exp 



H S (E S 



pdx' 



(3) 
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here I3 is the flux intensity reaching the detector, — is the mass attenuation coefficient for scattered 

P 

photons of energy E s , now a function of 9 by the virtue of the Compton energy shift at P, and x s is the length 
of the path j3 in the block. Combining the expressions for the three stages, the signal intensity corresponding 
to point P can be written as, 



1 3 = I exp 



\ 



p 



pdx' 



pdx' 
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(E,9)S(E,9,Z)dflp e (P)AL (4) 



Let 



The attenuation factor is, 



k = ^-(E,8)S(E,9,Z)dQ I ^-AL 



AF 



In the present case as per Fig. 2; 
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combining (4), (5) and (6) we get, 



I kp(P)AF 



(5) 



(6) 



(7) 



(8) 



Taking the ratio of I3 which is experimentally the counts under the photo peak of Compton scattered spectra 
for normal concrete block (Block 1) and another with air cavities (Block 2) we get, 



I 3 (Block2) _ p(P, Block2)AF(P, Block2) 
h{Blockl) ~ pJP, Blockl)AF{P, Block!) 



(9) 



The attenuation factor for normal concrete block can be calculated just by substituting the mass attenuation 
factor and density of concrete in (7). For calculating the attenuation factor for different VOXEL positions 
of concrete block with air cavities one requires the geometry and hence the path length traveled by incident 
and scattered rays in void and concrete. This information is obtained using software graphics. Here the 
knowledge of the precise location and size of the voids are used. 

We see that equation (9) is iteration in density. We can cither take up iteration approximations to obtain 
the void locations in case of voids of unknown location and sizes. Other alternatives are: 

• reduction of VOXEL size which will give a better spatial resolution and contour of the voids 

• or changing the scattering angle and generating more density distribution pictures of the concrete block 
under investigation and finally superimposing the results. 



4 Results and Discussion 

The lateral variation of the difference in Compton photo peak counts of the scattered spectrum between 
normal and void incorporated concrete block, measured at 7.5 cm from the bottom, for various depths 
(D0:-front face to D3:-center each 2.5 cm apart) are shown in Fig. 3 and 4. The density ratio of the two 
concrete blocks derived from the equation (9) plotted as a function of lateral distance is shown in Fig. 5. As 
the sensitive volume intersects the void cavity, there is a reduction in the total electron density and hence 
increase in the difference scattered intensity (Figs. 3 & 4) and decrease in density ratio (Fig. 5). At the front 
face of the blocks (DO) it is known that there is no void coming into the investigation voxel and the same can 
be inferred from the results shown in Figs. 3, 4 & 5 which show same scattered intensity and hence density. 
On the other hand at 5 cm depth from the front face (D2) the effect of the voids can be seen (Figs. 3 & 4) 
as a U shaped scattered intensity curve and an inverted U shaped density ratio (Fig. 5). The magnitude of 
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the difference in scattered intensity (Figs. 3 & 4) and decrease in density (Fig. 5) is proportional to the size 
of the void within the voxel. This gives an idea of the size and location of the void as the voxel size and its 
orientation in concrete is known for all positions. The voxel size was estimated as 85 cm 3 in the present case. 
The cylindrical voids have been detected in the present study with a statistical accuracy of better than 0.1%. 
It is also possible to locate the position of the voids successfully even without considering the contribution 
due to the attenuation factor. The effectiveness of this inspection technique can be defined by the spatial 
resolution and the density contrast achievable. Good resolution requires a small sensitive volume, while 
high contrast demands large sensitivity to changes in composition. The size of the inspection volume defines 
the spatial resolution. Reducing the collimator aperture to improve the spatial resolution leads, however, 
to a decrease in the count rate. This can be compensated for by increasing the source strength and the 
counting period. A practical compromise is therefore necessary to achieve a reasonable resolution within 
an appropriate counting period and without exposure to a high dose of radiation. In order to increase the 
contrast, the contribution to the detector from the material contained within the sensitive volume should 
be enhanced while that of the surrounding media should be reduced. This can be achieved by reducing 
the attenuation of the radiation as it travels to and from the sensitive volume, and/or by increasing the 
probability of scattering within the volume. The attenuation and scattering probability, however, depend 
on the radiation energy and the angle of scattering. The incident angle, defined in Fig. 2. determines the 
photon path length and in turn affects the attenuation probability. The source energy and the scattering 
angle are, however, the two most important design parameters as they directly affect the detector response. 
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Fig. 3. The difference Compton photo peak counts 
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Fig. 4. The 2D bar graph of difference Compton photo peak counts 
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Fig. 5. The density ratio as a function of lateral distance 
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